Typical Equipment Setup for Digitimer DS4/QtracW Installation

This configuration is ideal for non-human research applications which require lower levels of current (£10mA).
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recommended (also available from Digitimer).

EMG Amplifier incorporating analogue output(s).
e.g our Neurolog system NL844 Isolated
4-channel amplifier or a medically approved

I e equivalent.

National Instruments
USB-6221-BNC or
USB-6251-BNC
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